ImmunoCard®

TEST PROCEDURE How to perform the test
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1. In a test tube, add 200 pL of Sample
Diluent using the dropper assembly.
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2. Hold Enzyme Conjugate vertically and
add 3 drops to the test tube.

3. Add 25 pL of liquid stool (first mark on
the transfer pipette) or 2 mm diameter
of solid stool to the test tube. Vortex for
10 seconds. Let the tube stand at 20-26 C
for 5 minutes to 24 hours. If incubating
beyond 6 minutes, seal tube.

4. Vortex for 10 seconds. Using a transfer
pipette, add 150 pL (second mark on
the pipette) of diluted specimen to the
right and left sample (lower) ports.
Incubate 5 + 1 minutes at 20-26 C.
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5. Hold Wash Buffer | vertically and add 3
drops to each reaction (upper) port.
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6. Once Wash Buffer | is absorbed, hold
Substrate | vertically and add 3 drops
to both reaction (upper) ports.
Incubate for 5 minutes at 20-26 C.
Visually read the results within 30
seconds of the end of incubation.
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* The following illustration depicts approximate sample size
INVALID when testing solid, semi-solid, or non-pipettable stools.

@ This illustration is representative of the current Package Insert at the time of publication.
Please refer to the most current version of the package insert for complete instructions.
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