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Rotavirus

I TEST PROCEDURE
How to perform the test

1. Add 350 pL of Sample Diluent to a

2. Add 25 pL of Stool Sample to the test
test tube.

3.Add 150 L of diluted sample to
tube. Mix Well.

sample port. Incubate 10 minutes at
21- 25 C. Interpret Results.

Interpretation of Results
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Orders/Customer Service: 1-800-543-1980
Technical Support: 1-800-343-3858
Information Fax: 513-272-5432

Ordering Fax: 513-271-0124
meridianbioscience.com

E@ This illustration is representative of the current Package Insert at the time of publication.
Please refer to the most current version of the Package Insert for complete instructions.
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