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FLU A&B Nasal Swab/Nasopharyngeal Swab

TEST DEVICE

Extraction Well Result Window
Swab Stand
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Tear the tab off the Extraction
Reagent Capsule and dispense
entire contents into the
Extraction Well.

Insert the specimen swab in
the Swab Stand.

« Spin swab 3 times to
mix the specimen.

- Let stand 1 minute.

+ Spin swab 3 times again.

3] Discard the swab.

Raise the device upright
and let stand 1-2 seconds.

(4] Tap Gently tap device to ensure
l the liquid flows into the hole.

D,\‘ Then, lay the device back down.

Start timing.

(5) Read test results at 10-15 minutes.
Confirm negative results at 15 minutes.

INTERPRETATION OF RESULTS
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To Place An Order: 1-800-543-1980 4242U.S. Hwy 1

For Technical Support: 1-800-343-3858 Monmouth Junction, NJ 08852, USA

www.meridianbioscience.com Tel.: 1-732-274-1000



